The Communication describes a textile-based wearable multi-ion potentiometric sensor array. The printed flexible sensors operate favorably under extreme mechanical strains (that reflect daily activity) while offering attractive real-time non-invasive monitoring of electrolytes such as sodium and potassium.
Recent trends in personalized healthcare have led to growing demands for real-time monitoring of the physiological status of human subjects. Detecting disorders in electrolyte levels, such as hyperkalemia, hypernatremia, hypokalemia or hyponatremia is very important and challenging. [1, 2] Electrolyte imbalance represents a potential risk of fatal abnormal heart rhythms. [3, 4] Electrolyte loss is a major concern in disorders such as Cystic Fibrosis [5] and hyperhidrosis. [6] Monitoring key electrolytes may also alert to latent cardiac problems [7] and diagnose apparent life-threatening events. [8, 9] Overall, real-time measurements of electrolyte concentrations could indicate the patient, doctor, coach or athlete to potential electrolyte loss, [10] dehydration status [11] and the associated need for electrolytes replenishment. [12] Cumbersome methods to measure the sodium and potassium imbalance, such as electrocardiogram and sweat patch, have been reported. [13, 14] Recent activity have led to wearable electrochemical (potentiometric) devices for non-invasive electrolyte monitoring. [15, 16] However, the success of wearable sensing devices for health monitoring requires proper attention to key challenges concerning their mechanical resilience and large-scale manufacturing. Recent efforts to address these issues have relied on stretchable printable electrochemical devices. [17] This article reports for the first time on a highly stretchable and printable textile-based potentiometric sensor array for simultaneous multi-ion sweat analysis using variety of fabric materials towards diverse healthcare and fitness applications. Screen-printing has been applied recently for fabricating amperometric sensors [18] and biofuel cells [19] on common textiles, but not in connection to potentiometric sensors or stretchable textile devices. [20] Textiles are attractive components of wearable sensing devices and offer rich elastomeric properties towards achieving conformal contact between the sensor and the body. Integrating chemical sensors directly into fabrics offer major advantages for future healthcare monitoring systems. Yet, a key issue involving textile-based sensing devices is the ability to operate under extreme mechanical tensions (that reflect daily activity) without compromising their analytical performance. In this work, we realized highly stretchable textile-based potentiometric sensors by combining polyurethane (PU)-based ion-selective membranes and inks with a serpentine sensor pattern and recently developed stretchenduring printed electrodes. [21] The compositions of the selective potentiometric membrane and of the printed inks have thus been tailored for ensuring selectivity, electrical conductivity, reproducible printing, and strong adherence to conventional textiles. To provide the necessary biocompatibility and further resistance to mechanical stress we relied on polyurethane as replacement to the common PVC matrix of ion-selective sensing membranes as well as the binder of the printed CNT trace. Polyurethanes have attractive mechanical and biocompatibility properties that make them suitable for many wearable devices. These materials are known to minimize unwanted inflammation, fouling and other adverse physiological effects, [22] while providing exceptional analytical performance using potentiometric technique. [23] As illustrated in Figures 1A and 1B, such PU-based membrane 2 and CNT ink have been coupled to an Ecoflex-containing Ag/AgCl ink and combined with a solid-contact reference electrode, leading to highly stretchable textile-based potentiometric sensors that transduce their potential response under extreme mechanical stress. As shown in Video S1 (Supporting Information) the resulting textile-based potentiometric sensors sustain extreme conditions, including large stretching and bending deformations. Such resiliency is crucial for realizing high-performance wearable potentiometric sensing devices.
The resilience and analytical performance of the novel dual-electrolyte textile-based printable wearable potentiometric sensor was examined using open-circuit potential measurements ( Figure 1B) . A calibration curve was executed by recording the electromotive force (EMF) versus the time and changing the concentration of NaCl and KCl. Sensor array in Figure 1C exhibited a Nernstian response of 59.4 mV/log [Na + ], linear range from 10 -4 M up to 10 -1 M and limit of detection (LOD) of 10 -4.9 M for its sodium selective electrode (Na + ISE) and a Nernstian response of 56.5 mV/log [K + ] from 10 -4 M up to 10 -1 M and a LOD of 10 -4.9 M for the potassium selective electrode (K + ISE). Both results are comparable to the values reported previously using similar ion-selective membranes. [24] These dynamic ranges cover the physiological sodium and potassium levels in sweat before, during and after prolonged exercise. [25] Electrolyte concentrations progressively increase during such exercise activity to provide a useful indicator of the dehydration status. [26] Moreover, understanding the amount of ionic species loss during exercise could facilitate recovery of the ionic balance during and after exercise. [27] Stretchability tests were performed initially employing different strain conditions ( Figure  2A ). The textile was anchored and moved away at a speed of 1 mm·s -1 . This process was repeated 10 times at 0%, 25%, 50%, 75% and 100% strains. Subsequently, the stretchability was tested by using a fixed 75% linear strain during 60 minutes, emulating a prolonged strain force during exercise. A calibration curve of each electrode was recorded every 15 minutes ( Figure 2B ). Both tests indicated a robust analytical performance under the different strains. Larger (<100%) strains of the textile led to some damage in the reference membrane and hence to an inferior performance. Bending represents another common mechanical stress expected during daily wear. Bending of the textile sensor was tested by twisting it back and forth for 0°, 45°, 90° and 180° 10 times in each angle. The subsequently recorded calibration curve indicates no apparent change in the sensitivity ( Figure 2C ). A crumpling test was also performed, consisting of wrinkling the textile with the hand for multiple times ( Figure 2D ). A calibration curve was recorded after 0, 5, 15 and 30 such wrinklings. No apparent variation in the performance was observed under these repeated textile manipulations. Finally, as shown in in Figure 2E and Supporting Video S2, a simulation of a conventional washing procedure was performed. This test consisted on immersing the sensor in a beaker full of water under a vigorous agitation for periods of 10 and 40 minutes. A calibration plot of each electrode was recorded after complete drying of the sensor, leading to favourable analytical results. Such attractive behaviour indicates strong surface adherence of the organic polymeric membranes with no apparent leaching of the membrane components. In addition, placing the hydrophilic polyurethane membrane on top of the reference membrane prevents leaching of NaCl from the porous PVB membrane and maintains the baseline potential even after a prolonged mechanical agitation. Table 1 summarizes the analytical performance of the sensor under different mechanical deformations shown in Figure 2 .
Overall, the wearable textile potentiometric array displays an attractive analytical performance before and after exposures to severe mechanical stress. Such resilience can be explained by considering the behavior of the printed materials at the microscopic level. When an external force is applied to the stretchable sensor, the stress is absorbed mostly by the stretchable Ecoflex component in the Ag/AgCl ink and by the PU as a stretchable binder in the CNT ink. When the printed Ag/AgCl trace undergo high strain, its Ecoflex polymeric component stretches while maintaining the physical contact between randomly oriented multilayers of its conductive particles. Similarly, when the printed CNT trace is subject to extreme stress, its PU binder stretches while maintaining the electrical contact of the randomly distributed CNT. This ability to operate under high strain conditions meets the demands of using these printed textile potentiometric sensors in real-life scenarios involving extreme and repeated movements of the wearer.
Repeatability represents another important feature of wearable biomedical sensors. It is crucial to obtain highly reproducible results for prolonged monitoring of fluctuating ions concentrations. Hence, the repeatability was evaluated through a carry-over test before, during and after the exposure to middle-high strain (50% stretched) ( Figure 3A) . The results from 10 -4 M to 10 -1 M showed a slope of 61.2±0.7 mV/log [Na + ] and an intercept of 243.7±4 mV before mechanical stress, a slope of 59.2±1.4 mV/log [Na + ] and an intercept of 247.6±4.4 mV during 50% strain and a slope of 61.5±0.9 mV/log [Na + ] and an intercept of 247.1±2 mV after the resilience test. These carry-over tests demonstrate the ability to follow rapidly fluctuating ions levels. Finally, a carry-over test was performed in artificial sweat over the narrow physiological range of the target electrolytes ( Figure 3B ), using 10 -110 mM NaCl (with 5 mM KCl) and the potassium sensor from 1 -8 mM KCl (with 80 mM NaCl). Following the detailed characterization of the textile sensors, it was necessary to meet further the practical demands of their real-life wearable operation. Particular important is the integration of the textile sensors with wearable supporting electronics and wireless transmission devices. Hence, we addressed the miniaturization of the reader device and a real-time wireless data transmission to another portable device (e.g., cell phone or a tablet). Complete integration and miniaturization of the textile sensor system was accomplished using a wireless high-input impedance voltmeter, with the potentiometric data being recorded with an iOS® application on an Ipad® tablet. Figure 3C compares calibration curves using the textile sensor array obtained with the compact wireless high-input voltmeter and with a benchtop Autolab potentiostat. The excellent agreement between the plots obtained using the two instruments support the integration of the wireless device with the textile-based potentiometric sensor. The response of the array from 10 -4 M to 10 -1 M yielded a slope of 63.1±2.7 mV/log [Na + ] with an intercept of 164.8±5.3 mV and a slope of 61.1±1.8 mV/log [K + ] with an intercept of 270.1±9.5 mV.
Wearable devices have large versatility in terms of the diverse types of substrate materials used. It is thus important to take advantage of existing commercial platforms to print the wearable electrolyte sensors. Accordingly, we printed the new potentiometric sensors onto conventional textiles such as underwear, watch straps and elastic band ( Figure 3D ). Coupling screen printing technology with commodity textiles could offer large-scale lowcost production of variety of electrochemical sensors and flexible electronics systems. [28] Nevertheless, in some cases, such as elastic band or underwear, the rough material surface might become a problem when external tensile load is applied, requiring pretreatment by printing of the stretchable ink. Firstly, an Ecoflex layer was deposited on top of the sensor zone, creating a smooth thin layer. Subsequently, a PU layer was deposited on top of the Ecoflex layer prior to printing the CNT and Ag/AgCl inks. This step was essential to maintain strong adherence of the potentiometric sensor onto the substrate, and hence a remarkable sensor stretchability and durability. The performance of the potentiometric sensor array printed in this way on different substrates was tested. The watch-straps based sensors yielded a sensitivity of 51.6 mV/log [K + ] and 51.8 mV/log [Na + ], compared to 50 mV/log [K + ] and 52.6 mV/log [Na + ] for the elastic-band sensors and 56.6 mV/log [K + ] and 52.5 mV/log [Na + ] using the underwear sensors. All the sensors performed favorably within a 10 -3 M to 10 -1 M linear range, yielding a near-Nernstian sensor response.
Finally, Video S3 (Supporting information) demonstrates the proof of concept of creating a compact wearable sensor system by integrating the textile ISEs with a portable wireless data transmission device. The corresponding Figure 3D illustrates the time-trace plot obtained with the underwear textile sensor for increasing potassium levels, as recorded wirelessly with the Bluetooth application. This resulted in a favorable Nernstian response, with a slope of 59.9 mV/log [K + ] over the 10 -5 M to 10 -1 M range.
In conclusion, we have demonstrated for the first time a stretchable textile-based potentiometric sensor that exhibits a Nernstian behavior under extreme conditions. Combining stretchable components as the PU, Ecoflex and stretch-enduring inks, along with a serpentine design, this printed textile sensor array can withstands high tensile stress without provoking 10 major cracking common to previous electrochemical devices. Mechanical deformation studies revealed that stretching up to 100%, along with repeated bending, crumpling or prolonged washing have negligible effects on the potentiometric response. Moreover, the screen printing process offers large-scale mass production of lowcost reproducible textile sensors. Further functionalization of the stretchable electrodes with other materials could enable a large arsenal of wearable textile sensors. Such integration of flexible chemical sensors with common textiles will lead to next-generation platform for personalized medicine, and will bring new opportunities for using wearable chemical sensing in the diagnostics, healthcare and sport fields.
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